Determination of the fatigue fracture planes of Co-Cr-Mo biomedical alloys using electron backscatter diffraction.
Electron backscatter diffraction on a scanning electron microscope has been utilized to acquire crystal orientation information around faceted fatigue cracks in a Co-Cr-Mo alloy for medical implants. The faceted fracture planes are unambiguously determined as {111} planes.